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Comparaison d'un
tonometre a rebond

(Tonovet Plus®) et d'un

tonometre a indentationa |

usage unique (lopVet®)
chez 61 chiens de races
différentes




Liens d’intérét

* J’ai organisé un achat groupé de IOPvet a destination des vétérinaires

 Relations avec Ingeneus pour 'optimisation de |'appareil (non
rémunéré)




Introduction

- Tonométrie = évaluation indirecte de la PIO
 Diagnostic du glaucome et uvéite

* Premier Tonometre : Schiotz (riedwaid, 1937)

« Tonometres modernes : digitaux

* Inconvénient = prix




Introduction

« En 2021 un tonometre a indentation d usage unique

- Deuxieme génération avec échelle numérique




Objectifs

« Vérifier la précision du lopvet
« Etudier la répétabilité des mesures sur la durée avec le

méeme apparell
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Materiel & Methode - Animaux

61 chiens de propriétaire de races différentes
« Groupe A : 36 chiens (70 yeux) présentés pour motif ophtalmo

« Groupe B : 25 chiens (49 yeux) présentés en médecine préventive
e Tomwen s
it [ 2

Age Moyen (années) (5-95 percentile) 10,0 (4,3-15,0) 10,0 (1,2-15,4)

Répartition Male/Femelle 1,3 (20/16) 0,92 (12/13)

Stérilisé (Male/Femelle) 30% / 87,5% 25,0% / 76,9%



Materiel & Methode - Ahimaux <

 Races N Percent Sl |Viotif de consultation | N _| % _
[ ]

¢ s 8
| JackRussell RN T Glaucome 22 61,1%
3 4,92% Ulcere cornéen superficiel 5 13,9%
3 4,92% °
s aow  ECateracte S

ecke (o}

Vi 7 . (o)
s 4o M Keratite 2 56%
3 4,92% . Rétine silencieuse (SARD) 1 2,8%
3 49% [l Uvéite 1 2,8%
3 4,92% [l Atrophie Progressive de la Rétine 1 2,8%
(o)

2 328% Wl L 28%
ANEVEE
2 3,28%
DT 2 328% M Total 36 100,0%
DTS 24 3934% M
DTN 61 100,00%



Materiel & Méthode - Tonomeétrie

« Examen ophtalmologique complet
 Mesure de |la PIO

« Par la méme personne
« Contention céphaligue minimale

* Mesure avec Tonovet Pluse

;

- Anesthésie tfopigue

« Mesure avec lopVet® 1 minute apres




Materiel & Méthode - Statistiques

* Impossible de comparer les valeurs
« Quantitative vs Qualitative

« Regroupement des résultats par intervalles
cohérents
 T-test de Student

O 21-30 mmHg




Résultats

- Pas de différence significative OD/OS

-
Taille de I’échantillon

Moyenne PlO (mmie) [IEPASES 16,9

(5-95 percentile) (13,2-73,1) (11,4-23,0)



Résultats

Sensibilité du IOPvet®

_ Groupe A (N yeux) Groupe B (N yeux)
65,7% (70) 93,9% (49)
<20mm Hg 96,8% (31) 100,0% (36)
20-30 mm Hg 60,0% (15) 76,9% (13)
33,3% (24) - (0)

Détail de la zone critique
55,6% (9) 72,7% (11)
50,0% (6) 100,0% (2)



TVP measurements (mm Hq)

TVP vs. IOPvet® tonometers
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« Un seul appareil utilisé pourles 119 mesures
« Répartition des mesures en 3 périodes
« Pas d'effet période sur les données étudiées

(b = 0.1005)



Discussion

* Evaluation et suivi de |a PIO

« Nécessite d’'etablir des normes selon
« Appareil
- Especes

 Nombreux facteurs de variation

» Praticien
« Moment de la journée

e Etat émotionnel de I'animal




- Etude comparative entre ces deux tonometres

Protective Cap
 sur une population canine variée et représentative Footolate

» 24 yeux glaucomateux

 Mesures bien tolérées

Window

. IopVe’r® semble étre fiable pour :

* Les valeurs de PIO normales

- Répéter les mesures dans le temps

 Valeurs PIO sous-estimées de 21 d 30mmHg

* Limites de I'appareil au deld de 30mmHg



Discussion

EVALUATION OF THE IOPVET TONOMETER FOR USE

IN DOGS IN A CLINICAL SETTING

envl- e, A. Caillon, P. Maitre, F. Lyazrhi, J-Y. Douet
"¥1%®  Département des Sciences Cl Stérinaire, 31076 Toulouse, France 77"
CLINIQUES e-mail: adrien.caillon@envt.fr e Toou

INTRODUCTION

* Glaucoma is a well-eslablished cause of blindness in dogs characterized
by an increased intraocular pressure {IOF) damaging the optic nerve.
Estimation of IOP is part of the ophthalmic examination and allows for
diagnosis. adaptative therapeulic and assertion of prognosis.

+ IOPvet® is a cost-affective human velidated disposable tonometer that
could allow general pracitionnars to batter identify elavated [OP:

Is 10Pvet an accurate tool to identify IOP increase, in
comparison with TonovetPlus™ , a validated tonometer
indags ?

MATERIALS AND METHO

Animals p
& healthy laboratary beagles Study | MG - AC 0.03>0.01 0.29 [0.03 - 0.52]
+ 143 client-owned dogs with various ocular condiiions PM-AC 0512001 025 (0.01-0.45)

+  2months ~ 17 years okd / several breeds.
Materials and methods:

- 10P measurement by rebound tanometry (Tanovet Plus?) and indentation
tonomatry (IOPvet®) after oxybuprocalne eyedrops instillation

MG - PM 0.46>0.01 -0.030.33- 026
MG - AC / Bland Altman PM - AC / Bland Altman

10Pvet® : human validated device with a 3 color scale
1o 10 scale added for betier comparison

2
between devices Groon <21 mmHg ¢
1-33 mmHg) 4
Red>33mmHg
Human calibration
settmgs A o
+ Statistical analysis were performed afler reduation of variables because of o m m m RS
scales disparity between Tonovet Plus® and IOPvet® - e
difference in variability |
Study | : of intra- & inter-observer variability | ‘ HiaE HEOS N Opsrstn )
* 6 healthy laboratary Beagle dogs
+ 2 experimented operators (MG, AC) and 1 naive (PM) Study Il ICC bare ICC bare
All operators Operator AC
/‘l TonavelPlus® /“ TonovetPus® ﬂ TonovetPlus® [ 042
10Pvet® 1OPvet® 1OPver®
I ‘ Paor concardance between Tonovet Plus® and 10Pwet* with manufacturer settings. |
h h
+ Student paired t-test with Bonferroni comection 1 In order ta increase agreement Green [1 - 5.5] < 25 mmHg

(P-value < 0.01 considered significant)
* Bland-Altman plot between operators.
+ Lin's concordance correlation coefficient

between the devices, the scale

of the I0Pvet® was revised [5 -~ 5:5] m [25 - 33 mmkig]

Red [7 - 10] >33 mmHg

1CC b 1CC b

all operators operator AC

B os 030
Good concordance (ICC bare > 0.75) after interval revision

Study Il : of I0Pvet® y in a clinical setting |

148 dogs invaciass Corsaton

TonovetPks® - Green [1-45]<21 mmHg -~ Coefficient (ICCbare)
10Pver®

[5 =71 =[21 - 33 mmHg] - All operalors [440 values] Effect of cephalic index | Student t-test Fisher exact
Red [7.5 - 10] >33 mmHg -1 operator AC [257 values] Povalue (I0Pvet®) 55 019
Pvalue (Tonovet Plus®) 0.27 0.053
Student st - Brachycephalic dogs [34 values] o eniicant dif e
Fisher exact test - Non brachycephalic dogs [406 values] ‘ 5 signi e h =4 |

CONCLUSIONS

+ |OPvet® is a cost-effective, safe and well tolerated device

It allows for measurement of IOP with variation < 0.5 between experimented operators

A good concordance with Tonovet Plus® values (ICC bare = 0.85) was found after scale revision

Alarger is y for better of I0Pvet® accuracy in identitying elevated IOP
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quantitatives et qualitatives
* Un seul utilisateur
» Variations de PIO ''manipulateur

dépendant”




Conclusion

IOPVet appareil simple, bien toléré

Faible co(t et réutilisable

Respect des conditions d'utilisation

A intégrer dans un examen complet et un contexte clinique

Intérét => Vétérinaires généralistes et propriétaires

Perspectives :
« Révision de I'échelle nécessaire

« FEtude dans d'autres especes

)
J

= i

BeSoin A'un ophTalmo?

« Etude pour animaux a PIO élevée
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